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Abstract 

Background: Flow Cytometry is a process by which cells, and other microscopic particles, can be identified, 
counted, and sorted mechanically through the use of hydrodynamic pressure and laser-activated fluorescence 
labeling. As immunostained cells pass individually through the flow chamber of the instrument, laser pulses cause 
fluorescence emissions that are recorded digitally for later analysis as multidimensional vectors. Current, widely 
adopted analysis software limits users to manual separation of events based on viewing two or three simultaneous 
dimensions. While this may be adequate for experiments using four or fewer colors, advances have lead to laser 
flow cytometers capable of recording 20 different colors simultaneously. In addition, mass-spectrometry based 
machines capable of recording at least 100 separate channels are being developed. Analysis of such high- 
dimensional data by visual exploration alone can be error-prone and susceptible to unnecessary bias. Fortunately, 
the field of Data Mining provides many tools for automated group classification of multi-dimensional data, and 
many algorithms have been adapted or created for flow cytometry. However, the majority of this research has not 
been made available to users through analysis software packages and, as such, are not in wide use. 

Results: We have developed a new software application for analysis of multi-color flow cytometry data. The main 
goals of this effort were to provide a user-friendly tool for automated gating (classification) of multi-color data as 
well as a platform for development and dissemination of new analysis tools. With this software, users can easily 
load single or multiple data sets, perform automated event classification, and graphically compare results within 
and between experiments. We also make available a simple plugin system that enables researchers to implement 
and share their data analysis and classification/population discovery algorithms. 

Conclusions: The FIND (Flow Investigation using N-Dimensions) platform presented here provides a powerful, 
user-friendly environment for analysis of Flow Cytometry data as well as providing a common platform for 
implementation and distribution of new automated analysis techniques to users around the world. 



Background 

The advent of Flow Cytometry (FC) and subsequent 
enhancements allowing for polychromatic investigation 
has proved invaluable to those involved in basic research 
and medical diagnosis. By differentially staining the cell 
population using dyes specific for various characteristics, 
each cell produces a fluorescence signature characteris- 
tic of the bound dyes. Thus, by measuring the fluores- 
cence at multiple wavelengths, a multidimensional 
quantitative signature can be defined for each cell. How- 
ever, from the time of introduction the overwhelmingly 
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predominant method for analyzing and interpreting data 
gathered from flow cytometers has been manual gating. 
In this process, event data is visualized using bivariate 
plots such as histograms, contour, scatter, and density 
plots. Users must then peruse the entirety of the data, 
two channels (dimensions) at a time and manually iso- 
late sections of the plot by visually applying geometric 
constructs (rectangles, circles, ellipses) to group or sepa- 
rate the data. In this manner, specific cell populations 
are identified and separated from the mass of data. 

With advances in multi-laser flow cytometers, com- 
mercial machines are now capable of gathering up to 20 
channels (or more using quantum dots over traditional 
organic fluorophores [1]) of data per event. In addition, 
current research into adding mass spectrometry 
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capability to flow cytometers (mass cytometry [2]) pro- 
mises determination of up to 100 different biomarkers. 
The number of unique 2D plots needed to cover a data- 
set is ("), thus for 20 channels of data almost 190 plots 
are necessary, and for 100 channels, nearly 5000 plots. 

Beyond the great deal of time needed to process such 
a large number of graphs, it is impossible (in the general 
case) for two-dimensional slices to give an accurate pic- 
ture of the distribution of points in N-dimensional 
space (Figure 1). Furthermore, segmentation using cano- 
nically aligned 2D planes in an N-dimensional data 
space can only correctly isolate a special subset of fea- 
tures where the correct segregation is aligned with the 
axes. For these reasons, applying the techniques of mul- 
tivariate data classification (from the fields of mathe- 
matics and computer science) has been the subject of 
research for the last 20 years [3-6]. Unfortunately, the 
published body of research into automating analysis has 
been spotty over this time period [7]. Even more disap- 
pointing is the fact that the vast majority of this 
research has never made widespread appearance in ana- 
lysis software for the end user, thus remaining simply 
research. It seems clear however, that realizing the true 
usefulness of flow cytometry is dependent on the devel- 
opment of automated multidimensional classification 
techniques [7,8]. 

The main barrier to the widespread adoption of such 
tools is a technological one. Published research describ- 
ing classification methods takes one of two routes. 
Authors may write their own processing code and rely 
on importing analyzed data into generic or FC-specific 
programs for visualization and data-interaction [3,5,6]. 
Alternately, some authors have repurposed software 
intended for analysis of other types of data such as 



microarrays [9]. While ultimately accomplishing their 
purpose, such methods are far from ideal for reusability 
and wider adoption. Indeed, these approaches expose an 
underlying need: a user-friendly, purpose-built software 
platform on which researchers can easily implement 
analysis techniques, algorithms, and new visualizations. 
In this paper, we present the development of such a 
platform with the main goal of easing future develop- 
ment and encouraging widespread use of alternate tools, 
providing a system that makes complete use of the avail- 
able data dimensions. Consequently, our tool will greatly 
aid user analysis in time as well as consistency. 

Existing Software 

The main analytical focus of the most widely used 
industry software, such as Flowjo and FCS Express, is 
manual gating. Flowjo in particular provides one 
method of algorithmic analysis, based on Probability 
Binning [10], however it is currently in beta status and 
available on only one platform. Such software with large 
user bases are understandably slow to change, and per- 
haps reluctant to provide users with analysis tools that 
are not widely recognized. 

Currently available software providing automated ana- 
lysis methods include the more generalized analysis 
packages such as the flow cytometry suite [11], provided 
as part of the Bioconductor [12] project, the stand-alone 
software Flow [13], and specialized tools such as that 
provided by the authors of the recently published auto- 
mated analysis technique: FLAME [14]. 

The FC analysis libraries available through the Biocon- 
ductor project are excellent, yet, while being based on R 
has many benefits, it is at its core a command-line 
based software. For many users, command-line access is 
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Figure 1 An illustration of the difficulty analyzing multi-dimensional data given only 2D views, (a) A 2D slice of a 3D data set gives the 
impression of uniformity, (b) Switching out the second dimension for the third dimension clearly shows this to be a false assumption. 
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a foreign concept, and this fact alone will prevent them 
from ever trying it. However, far from being in competi- 
tion with Bioconductor, there is potential for FIND to 
make use of Bioconductor through a bridge library, RPy, 
that allows access to R functionality from Python pro- 
grams. The program Flow suffers from similar problems 
in the area of usability. The interface itself can be con- 
fusing and tends to be overly technical, as is the docu- 
mentation which states the program is aimed more at 
developers than end-users. Software in the category of 
algorithm-specific programs, such as the webservice 
FLAME, certainly serve a useful purpose, but offer no 
generality or measures for comparison to other meth- 
ods. No algorithm will be appropriate for every dataset, 
and continuity of interface is important for work-flow 
efficiency. 

Implementation 

The Python programming language was chosen for its 
high-level syntax, ease of use, multi-platform indepen- 
dence, and the availability of excellent scientific and 
numerical analysis packages (among them, SciPy and 
NumPy). In addition, Python interfaces well with the C+ 
+ and Java programming languages, allowing code in 
both to be used from within Python programs (Boost. 
Python and Jython, respectively). Our foremost goals 
while developing FIND were: user friendliness, and sim- 
plicity of design, implementation, and maintenance. In 
pursuit of these goals, we chose the wxWidgets library 
which allows true cross-platform development of wind- 
owed applications with the native look and feel of the 
operating system under which the program is run. 

The design and implementation of FIND was guided 
by the well-known Model- View-Controller (MVC) archi- 
tectural pattern, in which the underlying data model is 
separated from the user interface and the controlling 
system logic. This design paradigm allows for greater 
flexibility, clean implementation, and simplified overall 
debugging and maintenance. The other major concerns 
in design centered around the two user populations we 
envisioned for this software: Normal users of Flow Cyto- 
metry analysis software, and researchers involved in 
improving the analysis and visualization of FC data. The 
former target population was represented throughout 
the development process by five researchers experienced 
in the design and analysis of FC experiments. The latter 
population was considered carefully throughout and 
well-represented by the developer. 

Finally, we provide pre-built platform specific executa- 
bles for Microsoft Windows and Mac OS X. These 
packages are entirely self-contained and require no addi- 
tional software to be installed. Additionally, all plugins 
are located in a folder external to the executables, 



allowing users to easily "install" extended functionality 
to the program. 

Results and Discussion 

The first concern in the design of FIND was simplifying 
the user experience and streamlining the analysis pro- 
cess. Thus, FIND consists of a single window split into a 
data pane and a display pane. The data pane lists loaded 
data sets, their subdivisions and clusterings, as well as 
stored figure sets, in a hierarchical tree. Each item in 
the tree is selectable and has a context menu available 
with a number of generic and item-specific actions 
available to the user. For example, all items may be 
plotted, but plotting methods are specified as applicable 
to data items alone, clustering items alone, or both. 

The display pane is further subdivided into a plotting 
pane and a dimension-selection pane. The plotting pane 
may be configured to display a grid of subplots, each 
selectable and configurable independently. This forms 
the heart of the display system and was designed to col- 
lect data visualizations in one location. By default, all 
subplots are bound to the user-selected dimensions, and 
are updated instantly when the selection is changed. 
Individual plots may be unbound via a simple checkbox 
that indicates the bound status of the currently selected 
subplot. 

In order to ease the issue of commands, at all times 
the system tracks four "selected items": the currently 
selected data set, clustering, figure set, and subplot 
(assuming at least one of each exists). The selected 
items in the tree view of the data pane are highlighted 
by bold text, and the selected subplot is indicated in the 
status-bar at the bottom of the application (Figure 2). 
Menu options apply to the appropriate selected item, 
reducing as much as possible the amount of effort 
required by the user to translate thought into result. 

Data Analysis 

A typical workflow begins with the user opening one or 
more related data files for analysis. These files may be 
FCS 3.0 standard files, CSV files, or any additional file 
types that a plugin might be written for. Each file is 
parsed and a display of the first ten rows of data is pre- 
sented, giving the user a preview of the data as well as 
an opportunity to alter any of the column labels or their 
arrangement (Figure 3a). Having arranged or renamed 
to their satisfaction, the user can exclude columns of 
data (such as Time) from automated analysis procedures 
(Figure 3b). The files are loaded and data and any anno- 
tations extracted (e.g. the TEXT segment in FCS-for- 
matted files). Each data set is plotted as a 2D scatterplot 
in a 2 x N grid with the selected dimensions set to the 
Forward and Side-scatter channels. 
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Figure 2 A snapshot of the basic visual elements of FIND running under OS X Leopard. The data pane to the left contains all loaded 
datasets, any subsets or analyses belonging to each, and a list of stored Figures. The plotting pane on the right displays in grid form any data 
visualizations. The dimension selection pane, below the plotting pane, allows users to select which dimensions are plotted in the above pane. 
Upon selection, any updatable plots linked to the dimension selectors are replotted with the new dimensions. 



Before performing automated analysis, the user may 
wish to begin the analysis with a visual data exploration. 
Currently FIND provides the following 2D plots: scatter- 
plots, histograms, heatmaps, and side-by-side boxplots 
of all dimensions selected for analysis. With the simple 
configurable grid plot structure of the display pane, any 
or all of these plots can be displayed together for one or 
more of the loaded data sets (Figure 4). Additionally, 
each plot has its own properties dialog, allowing the 
user to configure aspects of the plot such as range, data 
transformation (linear, log, etc.), and other plot-specific 
options. Due to the limiting factor of screen space, 
FIND enables users to create groupings of plots, called 
Figures. Each Figure, represented in the data pane (Fig- 
ure 2), stores the contents of the display pane such that 
clicking on a Figure Set entry switches the display to the 
plots and selections within that Figure. This gives users 
great freedom to create more plots than would ordina- 
rily be possible, as well as, for example, to focus analysis 
of different populations to individual Figures (See Figure 
5). 

Continuing the analysis, FIND enables users to per- 
form automated population discovery, also known as 



cluster analysis or automatic classification. FIND cur- 
rently includes an implementation of the algorithm cre- 
ated by Bakker Schut et al. [3]. Briefly, the user initially 
specifies a target number of clusters for discovery. The 
algorithm performs a log transformation and chooses a 
high number of nonrandom [15] initial centers and uses 
these seeds as input to the traditional k-means cluster- 
ing algorithm. The resulting clusters are then iteratively 
merged together using statistical cluster shape compari- 
son (also described by Bakker Schut et al. [3]) to dis- 
cover those most similar, until the user-specified target 
is achieved (for algorithm analysis and results see [3]). 
The resulting clusters (if desired by the user) are then 
plotted to the current subplot in a scatterplot overlay 
color-coded by cluster (Figure 4). Statistical information 
on the clusters is available as a context menu item when 
clicking on the desired tree item in the data pane. A bar 
chart visualizing the overall event percentages in each 
cluster is also available (Figure 6). 

One consequence of many automatic classification 
algorithms is some degree of non-determinism in cluster 
ordering. This does not negatively impact the resulting 
analysis, but it does pose an issue for later visualization. 
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Figure 3 A screenshot of FIND opening an FCS file, (a) The 

sample data display dialog allows users to rename and rearrange 
columns, (b) The user can select which dimensions are used for 
automated analysis algorithms. 



The simplest method for visually distinguishing the 
events belonging to different clusters is through color 
variation. However, for such differentiation to be more 
meaningful across multiple runs of an algorithm, 
whether for the same or separate data sets, similar clus- 
ters should be given the same color. Thus, we have 
applied the measure of cluster similarity used in the 
Bakker Schut et al. algorithm [3] to reorder the clusters 
such that those most similar appear with the same color 
when plotted (Figure 6). 

FIND allows for the isolation and extraction of indivi- 
dual, or combinations of clusters for further analysis. 
When viewing the clustering summary (Figure 7), any 
combination of clusters may be selected and copied to a 
new dataset. These new data sets are attached, as chil- 
dren, to the parent data set from which they were 
extracted. Child datasets can be accessed, analyzed, and 
visualized using all the means available for one opened 
from a file, but appear in the data tree as children of 
the datasets from which they were isolated. A group of 
child datasets can be created for each discovered cluster, 
allowing for independent visualization and analysis of 
each. In this manner, users are enabled to explore as 
many levels of their data as they desire. Additionally, 
users may wish to perform analysis or visualization with 
other programs, and FIND provides the option to export 
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This number affects performance, so if the 
clustering is running too slowly, decreasing 
this parameter will help. 
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Figure 4 Using FIND to perform automated cluster analysis on three data sets. Row 1: Scatter plots of the original data. Row 2: The Bakker 
Schut et al. [3] modified k-means algorithm is applied to two data sets and the resulting clusters are visualized with 2D scatterplots coded by 
color. The overlay features an example of an options dialog (top) for a clustering algorithm as well as the provided inline help system (bottom). 
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Figure 5 An illustration of Figure Sets Figure Sets provide the 
means to create any number of plot groupings. Here we have used 
two Figures to separately display visual summaries of the available 
data. 



any dataset to an external file type supported by FIND 
or available plugins. 

Analysis Completion 

While the grid layout display provided by FIND enables 
easy comparative visualization and analysis of multiple 
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Figure 7 Cluster Isolation. Using FIND to isolate one or more 
clusters and create new datasets as children of the original parent 
dataset. 



datasets, it doubles as a figure creation tool. Users sim- 
ply select the 'Save Figure' menu item in the Plot menu, 
and are able to instantly create usable figures for presen- 
tation or publication in the following formats: PNG, 
PDF, PostScript, EPS (Encapsulated PostScript), and 
SVG (Scalable Vector Graphics). Exporting the current 
visualization grid eliminates the need for additional 
steps in figure creation and additional complexity in 
subplot placement, thus saving time and effort (Figure 
6). 

One of the most important steps in analysis at any 
point, and especially the end, is saving the work that has 
been done. FIND allows users to save the entire state of 
the analysis as two files: one containing all the qualita- 
tive information about data structure, attributes, and 
visualizations, the second a simple binary file containing 
all the loaded numeric data. These two files can be 
packaged and transported in any manner for later use 



1: MMC Top 




10 1 10 2 10 3 10 4 10 5 
FSC-A 

3: MMC Top 




78.04% 13.91% 8.05% 



2: RAW Lysis Mix 




10 1 10 2 10 3 10 4 
FSC-A 

4: RAW Lysis Mix 




14.87% 71.21% 13.92% 



MMC Top 




78.04% 13.91% 8.05% 



2: RAW Lysis Mix 




10 1 10 2 10 3 10 4 10 5 
FSC-A 

4: RAW Lysis Mix 




71.21% 14.87% 13.92% 



Figure 6 Cluster Reordering. Due to non-deterministic components of many clustering algorithms, similar clusters are not always found in the 
same relative order, thus making visual comparison more difficult. Here we have used a measure of cluster similarity [3] to reassign cluster 
colorings, making such analysis easier, (a) and (b) Before and after recoloring, respectively. Both images are figures exported from within FIND. 
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on the same machine or any other machine running 
FIND. Finally, all of the preceding topics are discussed 
in more detail and with examples in the user documen- 
tation included in Additional file 1 as well as on the 
project website. 

Plugin System 

A major component of the FIND application is enabling 
researchers and software developers to extend the func- 
tionality of the system in various ways. The main focus 
of the plugin system is automated population discovery 
and giving researchers a common platform for imple- 
menting their research. However, FIND provides addi- 
tional access modalities; specifically we have categorized 
them into the following: Graphing, Transformations, 1/ 
O, and Analysis. 

Graphing plugins offer authors a hook into the plot- 
ting subsystem to implement new visualization options. 
In order to reduce complexity, graphing plugins are visi- 
ble in the Plugins menu (indicating their availability), 
but only usable from the plot submenu in the data tree 
context menu. Furthermore, authors specify graphing 
plugins as applicable to either datasets (items in the tree 
representing a file or a child dataset) or clusterings. For 
example, the scatterplot is applicable to both, while the 
histogram plot is only available for datasets. As a result, 
the context menu is built dynamically to fit the tree 
item selected. Transformation plugins provide means to 
transform the data to a more meaningful data space, 
such as the widely used Hyperlog [16] transformation. 
All transformations (plugin or built-in) can be called 
through the FIND API and applied to given datasets. 1/ 
O (input/output) plugins allow the import and export of 
data and automated analysis results. This will enable the 
inclusion of various data formats from other programs/ 
FC machines, and allow for FIND results to be saved for 
later use as needed. The last modality, Analysis, is 
intended to provide an all-purpose means for plugin 
authors to offer novel analysis or visualization options 
that do not fall into any of the other plugin categories. 
On the user side, plugins are easily installed by saving 
the plugin files into the appropriate subdirectory of the 
plugins directory located with the FIND executable. 
Complete details on writing plugins for FIND, with code 
examples, are available in the developer documentation 
included in Additional file 1 as well as on the project 
website. 

Finally, as software engineering is never a flawless 
science, errors and bugs will occur. Thus FIND catches 
unexpected errors, and can report these directly to us. 
This will aid in the development and improvement of 
FIND, as well as provide users a more technically speci- 
fic means of feedback. In addition, FIND provides a 
mechanism enabling users to check for updates to the 



program, allowing them to stay current with fixes and 
enhancements as development continues. 

Conclusions 

It is becoming clear that the advance of biochemical 
technology will soon outstrip the ability of users to 
manually analyze Flow Cytometry data effectively and in 
a reasonable amount of time. Two-dimensional visual 
analysis is useful, but at the very least should be com- 
bined with multi-dimensional mathematical analysis to 
minimize the risk of losing important information. The 
answer lies in the direction of intelligent automated ana- 
lysis tools [7], however, without a user-friendly platform 
on which to implement, widespread adoption of such 
tools has been and will continue to be extremely diffi- 
cult. Additionally, it is wasted and redundant effort for 
researchers to reinvent the wheel or attempt to repur- 
pose existing software each time a new analysis tool is 
developed. 

A more serious problem lies in the fact that, without 
widespread testing of algorithms on multiple different 
datasets, it will be difficult to verify the accuracy and 
usefulness of new software analysis tools. Fortunately, 
these needs are coming to be recognized in the form of 
calls for increased development and improvement [7,8], 
the IEEE Bioinformatics Standards for Flow Cytometry 
Working Group designed to provide data standard pro- 
posals, and an assessment competition (FlowCAP) simi- 
lar to the annual protein structure prediction 
competition CASP. FIND can be very useful in facilitat- 
ing these efforts, providing a platform upon which to 
build and test. 

Finally, it should not be overlooked that automated 
analysis methods which simply present the researcher 
with results as a finished product, but which do not 
facilitate the researcher's comprehension by supporting 
exploration and evaluation of the results, are almost as 
non-productive as a total lack of automation. It has 
been repeatedly demonstrated that human experts 
either reject and manually re-do automated analyses 
which are not presented in such a way as to facilitate 
exploration, comparison and understanding, or come 
to rely upon these analyses without adequate concern 
for confirming their ongoing validity [17-20]. Even the 
best-of-breed research algorithms for FC analysis 
therefore fail to deliver the benefits that they could, 
because they universally operate in isolation, and do 
not provide internal comparisons to other methods. 
Such omissions, as trivial as they may seem, critically 
impede the wide adoption of improved methods, and 
absorb considerable human resources which could be 
released for more productive tasks if the improved 
methods can be incorporated within a familiar compre- 
hensive analysis framework. 
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To conclude, here we have presented FIND, a new 
cross-platform software package that provides a basic 
visualization and development platform for analysis of 
Flow Cytometry data, while maintaining a focus on end- 
user accessibility. FIND presents an easy to use inte- 
grated interface, behind which exists a powerful plugin 
system based on the modern, widely used language 
Python, and the excellent numeric and scientific compu- 
tational toolset available to it. 

Availability and requirements 

Project name: Flow Investigation using N-Dimensions 
Project home page: http://www.justicelab.org/find 
Alternate page: http://www.mathmed.Org/#find 
Operating Systems: Platform independent 
Programming language: Python 
Other requirements: None 

License: Version 0.3.1 of FIND is released under the 
GPLv3 

Restrictions: FIND is free for Academic use only 
Links 

Flowjo http://www.flowjo.com 

FCS Express http://www.denovosoftware.com 

Massively Multiparametric Mass Cytometer Analy- 
zer Project http://www.stemspec.ca 

FLAME: FLow analysis with Automated Multivari- 
ate Estimation http://www.broadinstitute.org/cancer/ 
software/genepattern/modules/FLAME 

RPy http://rpy.sourceforge.net 

SciPy and NumPy http://www.scipy.org 

Boost.Python http://www.boost.org/doc/libs/ 1_45_0/ 
libs/python/doc/index.html 

Jython http://www.jython.org 

wxWidgets http://www.wxwidgets.org 

wxPython http://www.wxpython.org 

Bioinformatics Standards for Flow Cytometry 
http://flowcyt.sourceforge.net 

FlowCAP - Flow Cytometry: Critical Assessment of 
Population Identification Methods http://flowcap.flow- 
site.org 

Critical Assessment of protein Structure Prediction 
(CASP) http://predictioncenter.org 

Additional material 



Additional file 1: FIND User and Developer Documentation. This 
document provides a complete introduction and tutorial for the FIND 
end-user as well as a complete description, tutorial, and code examples 
on developing plugins for the FIND platform. This material is also 
available online at the project website. 
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